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Abstract. As multiwavelength photoacoustic imaging becomes increasingly widely used to obtain quantitative
estimates, the need for validation studies conducted on well-characterized experimental phantoms becomes
ever more pressing. One challenge that such studies face is the design of stable, well-characterized phantoms
and absorbers with properties in a physiologically realistic range. This paper performs a full experimental
characterization of aqueous solutions of copper and nickel sulfate, whose properties make them close to ideal
as chromophores in multiwavelength photoacoustic imaging phantoms. Their absorption varies linearly with con-
centration, and they mix linearly. The concentrations needed to yield absorption values within the physiological
range are below the saturation limit. The shape of their absorption spectra makes them useful analogs for oxy-
and deoxyhemoglobin. They display long-term photostability (no indication of bleaching) as well as resistance to
transient effects (no saturable absorption phenomena), and are therefore suitable for exposure to typical pulsed
photoacoustic light sources, even when exposed to the high number of pulses required in scanning photoacous-
tic imaging systems. In addition, solutions with tissue-realistic, predictable, and stable scattering can be prepared
by mixing sulfates and Intralipid, as long as an appropriate emulsifier is used. Finally, the Grüneisen parameter of
the sulfates was found to be larger than that of water and increased linearly with concentration. © The Authors.
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1 Introduction
Photoacoustic imaging (PAI) is an emerging modality that can
provide high-resolution three-dimensional (3-D) images of soft
tissue.1–3 Since different endogenous, exogenous, and geneti-
cally encoded chromophores have different absorption spectra,
photoacoustic images obtained at multiple wavelengths carry
information on the distributions of these chromophores and,
hence, information on tissue composition, physiology, and
pathology.1,2,4,5 Nevertheless, the use of multiwavelength
PAI for detecting, isolating, assessing the relative variation,
or fully quantifying chromophore contributions in an accurate
and robust manner is still challenging6,7 (a field broadly
known as quantitative photoacoustic tomography). Part of the
challenge is the access to suitable chromophores and phantoms
for proof-of-concept, testing, validation, and optimization.
Despite recent advances on the study of phantom matrix mate-
rials for general photoacoustic (PA) system characterization
and quality control,8–12 for multiwavelength and quantitative
PAI purposes further efforts are needed, with one of the crucial
issues being finding suitable chromophores.13,14 It is essential
for these to be well-characterized, well-behaved, and stable.
They should also exhibit spectral variation and if possible be
tissue-realistic, although the extent to which this is necessary
will depend on the application.15,16
Overall, an ideal set of chromophores for phantom studies of
multiwavelength and quantitative PAI will require some or all of
the following characteristics, depending on the application:
1. Large photoacoustic generation efficiency (Grüneisen
parameter) and low fluorescence quantum yield. This
is necessary to ensure a good signal-to-noise ratio
(SNR).17
2. Low propensity for peak power dependent transient
effects such as ground-state bleaching/saturation13,18
(also referred to as resistance to transient photobleach-
ing). This is necessary when using optical pulses with
high peak power (pulsed photoacoustics), and when it
is important that the specific absorption spectra are
known accurately.
3. Low propensity for permanent photobleaching.9,13,17
This is essential when the imaging system requires
the use of multiple illumination shots or when the
same phantom will be used multiple times, both to pre-
vent the absorption spectrum from changing over time
and to maintain the photoacoustic signal strength.
4. Absorption spectra at visible or NIR wavelengths that
are spectrally varying and unique and that display fea-
tures similar to in vivo endogenous chromophores or
exogenous contrast agents.
5. Compatibility with the phantom matrix in which they
will be embedded or mixed, i.e., ability to form
stable and homogeneous mixtures, and to measure
(or calculate) the absorption spectrum in that mixture
in a straightforward way. This is important when the
absorber will be mixed directly with the matrix, rather
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than remaining separate within a tube, for
instance.10,13,19
6. The absorption coefficient μa can be written as
a linear sum of the specific absorption spectra of






where λ is the optical wavelength and N is the total
number of chromophores. This implies that
a. The specific absorption spectra αiðλÞ do not
depend on the concentrations of the chromophores
themselves, or, if they do, their dependence can be
written using simple functional expressions. If this
is not the case, then it would be necessary to mea-
sure and tabulate the spectra for all concentrations
of interest, which could be very time-consuming.20
b. The specific absorption spectrum of one chromo-
phore does not depend on the concentrations of the
other chromophores present or any other constitu-
ents of the phantom.21
If these two conditions are satisfied, linear
spectroscopic techniques can be used to estimate
the concentrations from the absorption coefficients.
7. Fast, simple, repeatable, and cheap fabrication pro-
cedure that allows the chromophore to be produced
in sufficient quantity.
The distinction can be usefully made between a surrogate,
which is a chromophore whose photoacoustic properties are
essentially the same as those of a given chromophore of interest,
and an analog, which is a chromophore that has some properties,
features, or behavior qualitatively similar to chromophores of
interest, but which is not an exact photoacoustic surrogate.
The former are useful for standardized assessment and quality
control of commercial and/or clinical multiwavelength devices.
The latter are crucial for validation, development, and optimi-
zation of multiwavelength and quantitative PA imaging tech-
niques and systems in research and early-translation paradigms
(the primary concern of this paper). In either case, finding chro-
mophores that satisfy the various criteria listed is challenging.
Endogenous chromophores may be hard to isolate and have
low temporal stability.22,23 Organic dyes can suffer from aggre-
gation-related spectral shifts and often display transient and per-
manent photobleaching, e.g., cyanine-based dyes,9,13,24 azo-
based5 dyes, and basic dyes such as cresyl violet.24 Gold nano-
particles can also exhibit changes in absorption after prolonged
exposure,9 with the added difficulty that their photoacoustic
efficiency is not straightforward to model and characterize.25,26
Inorganic absorbers such as Prussian blue and chloride salts
such as CuCl2:2H2O and NiCl2:6H2O are highly photostable
and have suitable spectra.13 However, we have observed that
the specific absorption spectra of the two chloride salts are
affected both by their own concentrations and also by the pres-
ence of each other when dissolved in a mixture. Where other
matrices besides water are concerned, another issue that has
to be factored in is that chromophores often have their specific
absorption spectra affected when mixed with those matrices,
e.g., there have been reports of Prussian blue absorption behav-
ing unpredictably when mixed with Intralipid13 of redshifting of
the spectrum of azo-dyes Direct Red 81 and Evans Blue in
gelatin;10 of blueshifting and amplitude rise of CuCl2:2H2O
in gelatin;13,21 and of considerable changes in cyanine dye
ICG when put in different solvents.20
The use of aqueous solutions of sulfate salts such as copper
sulfate and nickel sulfate in some PA studies seems to suggest
that these inorganic compounds may be suitable as chromo-
phores for PAI validation studies. Su et al.,27 Brecht et al.,28
and Wang et al.29 used tube phantoms filled with aqueous
solutions of sulfate salts, submersed in a bath of intralipid, to
help study various aspects of the performance of a whole-
body small animal PAI system. More recently, Petrova et al.30
gave a proof-of-principle demonstration of a photoacoustic
method for temperature monitoring using aqueous solutions
of both copper and nickel sulfate in tube phantoms.
These studies suggest that sulfates could be suitable chromo-
phores for well-controlled phantom studies, but a full characteri-
zation and evaluation has not been reported. In this paper, we
extend the previous work by providing detailed experimental
measurements of the optical and PA properties of aqueous sol-
utions and emulsions of nickel sulfate hexahydrate and copper
sulfate pentahydrate—namely, their absorption spectra, absorp-
tion linearity, absorption behavior in mixtures of sulfate species,
transient and permanent photostability, absolute Grüneisen
characteristics, and compatibility with intralipid as a scattering
medium—and present the case for them as near-ideal chromo-
phores for use in multiwavelength PAI phantoms.
2 Tabulated Properties
The molecular weight and solubility of sulfates have been
measured previously and are well-known; they are given here
in Table 1.31 The solubility is an important metric since it reveals
the maximum absorption that can be reached before linearity of
absorption with concentration is compromised. Information on
pH and density of NiSO4:6H2O has also been documented.
32
The experiments were performed on the compounds in their
hydrated form, but for ease of notation they will often be
referred to simply as copper sulfate, CuSO4, and nickel sulfate,
NiSO4.
3 Optical Absorption
The absorption spectra, absorption linearity with concentration,
and absorption linearity of mixtures were measured for solutions
of copper and nickel sulfate using a dual-beam spectrophotom-
eter (Lambda 750S, Perkin Elmer, Waltham, Massachusetts),
with water acting as the blank. The mother batch solutions for
each species were chosen to have molar concentrations close to





weight (g∕mol) Solubility at 20°C
Copper sulfate
pentahydrate
CuSO4:5H2O 249.68 320 g∕l ≃ 1.28 M
Nickel sulfate
hexahydrate
NiSO4:6H2O 262.85 625 g∕l ≃ 2.37 M
Journal of Biomedical Optics 125007-2 December 2017 • Vol. 22(12)
Fonseca et al.: Sulfates as chromophores for multiwavelength photoacoustic imaging phantoms
Downloaded From: https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics on 2/22/2018 Terms of Use: https://www.spiedigitallibrary.org/terms-of-use
the solubility limit, cNiSO4;b ¼ 2.2 M, cCuSO4;b ¼ 1 M, where
subscript b stands for batch. They were then diluted to obtain
solutions with cNiSO4 ¼ f0.55; 1.1; 1.65; 2.2g M and cCuSO4 ¼f0.25; 0.5; 0.75; 1g M, respectively. Mixtures of the mother
solutions of NiSO4 and CuSO4 were also prepared according
to the following ratios of cNiSO4;b to cCuSO4;b: 1:3, 2:2, and
3:1. For each solution, three measurements were performed by
emptying the cuvette, extracting a new portion of the solution,
and remeasuring.
3.1 Absorption Linearity with Concentration
Figure 1 shows the measured absorption coefficient spectra of
the various solutions of NiSO4 and CuSO4, at different levels
of dilution. Absorption increases linearly with concentration.
This linearity [criterion 6(a)] was respected across the studied
range—namely, at 600, 700, 800, 900, 1000, and 1100 nm;
the coefficients of correlation obtained were 0.9965, 0.9997,
0.9994, 0.9886, 0.9978, and 0.9994, respectively, for NiSO4
and 0.9972, 0.9998, 0.9998, 0.9999, 0.9998, 0.9998, respec-
tively, for CuSO4. This is also shown in Figs. 1(b) and 1(d)
through the linear fits near peak wavelengths (750 nm for
NiSO4 and 810 nm for CuSO4).
The absorption of mixtures made from the mother batch sol-
utions was also measured. Figure 2 shows the measured spectra
of these mixtures (labeled meas for measured) in comparison
with those theoretically expected by considering the measured
mother batch spectra and applying Eq. (1) (labeled pred for
predicted). It can be seen that the measured spectra for the
mixtures accurately reflect the linear sum of the unmixed
absorptions of the two individual chromophores—criterion 6 (b)
is respected.












































































Fig. 1 Optical absorption of solutions of either NiSO4 and CuSO4 at various levels of dilution. (a, c)
Absorption spectra of four levels of dilution (error bars omitted from the figures as they could not
be properly resolved—the standard deviation of three measurements per solution was below 1% of
the mean for most cases and wavelengths); (b, d) plotting optical absorption versus concentration
at a prominent wavelength to highlight that absorption linearity with concentration is respected.
Three measurements are shown per concentration, but their overlap is such that they cannot be
easily resolved when plotted.





















Fig. 2 Absorption spectra of mother batch solutions of NiSO4 and
CuSO4 and of three mixtures of these, at ratios 1:3, 2:2, and 3:1.
The mixtures have a measured absorption spectrum (meas) that
matches the predicted spectrum (pred). The predictions are made
through simple linear combination of the measured spectra of the
mother batch solutions of nickel sulfate, cNiSO4 ;b ([1:0]), and copper
sulfate, cCuSO4 ;b ([0:1]), weighted by the expected ratios.
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3.2 Absorption Spectra
Figure 3(a) shows the specific absorption spectrum of each
compound, αðλÞ. The spectrum of each of the two compounds
is rich in features and the maximum achievable absorption is in
the range of interest for biological tissue and contrast agents.
Furthermore, when considered together, the two chromophores
are also clearly unique, with different features and gradients.
These spectral attributes make the sulfates suitable as analogs
for a variety of multiwavelength-based studies focused on
both quantification-related systems and methods.
As for the subsidiary interest of having access to surrogates,
although the sulfates cannot be straightforwardly considered to
perfectly mirror select endogenous or exogenous chromophores
in typical (pre-)clinical scenarios, it is of interest to note
some parallelisms found among CuSO4, NiSO4, and oxy- and
deoxyhemoglobin, respectively. We consider that these can be
exploited in, e.g., studies focused on ratiometric concentration
estimation. As a case study, Fig. 3(b) plots the absorption spec-
tra of oxy- and deoxyhemoglobin in a typical physiological
blood sample—with total hemoglobin concentration cHbT ¼
150 g∕L and oxygen saturation SO2 ¼ 80%,22 as well as the
spectra of a 0.137-M CuSO4 solution and 0.489-M NiSO4 sol-
ution, where these molar concentrations were chosen to match
the absorption of oxy- and deoxyhemoglobin at 800 nm, respec-
tively. Though it is clear that the spectra differ (namely, in peak
position and in monotony near 600 nm), similar characteristics
can be seen for both pairs in the typical near-infrared window
(650 nm onward)—the pairs of spectra cross-over once and near
700 nm in both cases; also, both CuSO4 and oxyhemoglobin
(HbO2) have similar spectral shapes, with a very broad main
peak, though one is centered at 815 nm and the other closer
to 950 nm; finally, deoxyhemoglobin (HHb2) has a mainly
decreasing or plateauing behavior that is fairly well mirrored
by NiSO4. As a further case study, if emulating the isosbestic
point of hemoglobin near 800 nm is desired (i.e., the wavelength
where, for a certain hemoglobin concentration cHbT, the total
absorption will remain unchanged regardless of the level of
oxygen saturation, SO2), mixtures can be made from mother
batch solutions of NiSO4 and CuSO4 that have a relative molar
ratio of ∼14.28 to 1, i.e., cNiSO4;b2½M ¼ 14.28cCuSO4;b2½M.
3.3 Absorption at High Peak Power
The aim in this section is to verify that the compounds do not
exhibit transient or permanent photobleaching when illuminated
with high peak power pulses.
To verify resistance to transient photobleaching (criterion 2),
the absorption spectra obtained with the spectrophotometer—
which employs low power CW illumination—were compared
with spectra that were measured photoacoustically using a
ns-pulsed high peak power source. A fiber-coupled Nd:YAG
pumped wavelength-tunable optical parametric oscillator sys-
tem was used (SpitLight 600, Innolas, Krailling, Germany),
providing 6-ns pulses at a 30-Hz pulse repetition rate, with
an incident energy of ∼7.3 mJ at 750 nm and ∼6.2 mJ at
810 nm. The photoacoustic spectroscopy (PAS) signals were
detected using a 10 mm × 10 mm × 50 μm piezoelectric poly-
vinylidene fluoride film bonded to a PMMA backing24 and the
absorption coefficient was retrieved by curve-fitting to the expo-
nential decay expected of a photoacoustic signal generated in
a homogeneous medium, SðtÞ ¼ κΓΦ0μae−μact (V), where t is
time, κ is a scaling parameter, Φ0 is the incident energy,
Γ is the Grüneisen parameter, and c is the sound speed.13,24
Figure 4(a) shows the good agreement of the spectrophotometer
([S]) and PAS ([P]) absorption spectra, both in absolute units
(mm−1). This agreement in μa for a wide spectral range supports
the hypothesis that no transient photobleaching is occurring
(transient phenomena at high peak power would manifest them-
selves in PAS through lowered absorption and/or altered spectral
characteristics13,17)—criterion 2 is respected. For the photoa-
coustically derived data, only the wavelengths that yielded
a goodness of fit of R2 > 0.98 for the exponential are dis-
played—the instances of poor and unreliable exponential fitting
were due to the absorption of NiSO4 being too low at some
wavelengths, generating poor quality photoacoustic signals.
The results go in line with a previous study by Balderas-
Lopez and Díaz-Reyes,33 who reported similar optical absorp-
tion estimates for copper sulfate at a wavelength of 658 nm
between a spectrometer-based method and a PA method.
The same PAS system was used to verify photostability under
long-term exposure to high peak power pulses, with newly pre-
pared samples of NiSO4 and CuSO4 being continuously excited
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Fig. 3 Absorption spectra of sulfate salts and of oxy- and deoxyhemoglobin. (a) Specific absorption
spectra of NiSO4 and CuSO4; (b) NiSO4 and CuSO4 as analogs for deoxy- and oxyhemoglobin.
Spectra for deoxy- and oxyhemoglobin are shown as their partial/individual contributions to absorption
of total blood with 150 g/L hemoglobin and 80% saturation. Spectra for NiSO4 and CuSO4 are plotted
for concentrations where absorption would match that of deoxy- and oxyhemoglobin, respectively, at
800 nm.
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for 30 min (54,000 pulses total at 30 Hz). Their photoacoustic
signals were recorded every 3 min, from which the change in
fitted μa over time could be studied.
17,24 The wavelengths chosen
were close to the absorption maxima of each compound.
Figure 4(b) shows that no long-term photobleaching was
observed since the photoacoustically measured absorption coef-
ficients were constant over the exposure time period (criterion 3
is respected).
4 Optical Scattering
Aqueous solutions of both CuSO4 and NiSO4 are nonscattering.
A lipid emulsion, such as Intralipid, is commonly used to
confer tissue-like scattering properties to solutions and phantom
media.16 However, mixing sulfate (or chloride) salt solutions
with Intralipid is not stable,34,35 which is problematic for PA
studies since this means that the optical properties will be inho-
mogeneous, unpredictable, and dynamic over time. Salts are
known to disrupt hydrophobic/hydrophilic interactions between
emulsion molecules,36 which at the macroscopic level is man-
ifested by emulsions typically separating into two phases and
becoming cloudy. To better assess this, Intralipid emulsions with
added concentrations of nickel and copper sulfate, providing an
absorption comparable to typical background biological tissue,
were prepared. Figure 5 shows the 12-h stability of 1% w/v
Intralipid mixtures with different additives: while Intralipid-
only (v) and Intralipid + India ink (i) mixtures were stable,
those with added sulfates (ii–iv) were unstable, creating two
layers: a layer rich in Intralipid on top of an aqueous translucent
layer. The macroscopic separation occurred less than half an
hour after mixing.
It was hypothesised that adding an emulsifier such as Tween-
20 (polysorbate 20) to sulfate aqueous solutions before mixing
with Intralipid could stabilize Intralipid emulsions.37,38 To test
this, 1% w/v Intralipid solutions with 0.033 M NiSO4 were pre-
pared, with concentrations of Tween ctween ¼ f0; 0.05; 0.5; 5g%
v/v. A control 1% w/v Intralipid solution was also prepared,






































[S] NiSO4.6H2O, 2.2M 
[P] NiSO4.6H2O, 2.2M 
(a) (b)
Fig. 4 Photostability assessment. (a) Spectroscopically (solid line) and photoacoustically (data points)
derived absorption spectra, showing agreement. Error bars reflect intersample variation and uncertainty
of the PAS system methodology; (b) photostability during 30 min irradiation (54,000 pulses). Error bars
reflect uncertainty of the PAS system methodology.
Fig. 5 12 h stability of mixtures. All solutions are made of 1%w/v intralipid in water. From left to right, they
have different absorbers: (i) added India ink, yielding μa ≃ 0.008 mm−1 at 750 nm; (ii, iii) added nickel
and copper sulfate, yielding cNiSO4 ¼ 0.011 M−1, cCuSO4 ¼ 0.005 M−1; (iv) added nickel sulfate, yielding
cNiSO4 ¼ 0.033 M−1; (v) no additional absorber.
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with no added sulfates or Tween. The control solution and all
solutions containing Tween presented a single homogeneous
phase for up to 48 h after sample preparation and homogeniza-
tion, while the sample with added sulfate but no emulsifier
started separating into two layers less than half an hour after
preparation. This gave a visual indication that Tween-20, even
at a concentration as low as 0.05% v/v, could be used to stabilize
mixtures with this level of salt concentration.
To assess this more rigorously, the reduced scattering coef-
ficient μ 0s was measured for a new batch of solutions (Table 2),
both immediately after preparation and 48 h later. To obtain
the reduced scattering coefficients, total transmittance, and
total reflectance measurements were made using a 100-mm inte-
grating sphere mounted in the dual-beam spectrophotometer.
Measurements were made between 500 and 1200 nm, with three
repeats per solution. The inverse-adding-doubling algorithm39
was then used to calculate μ 0s . The scattering anisotropy factor
was set to g ¼ 0.6.40
Figure 6(a) shows that the addition of sulfates—both NiSO4
and CuSO4—to Intralipid significantly affects the scattering
behavior and that this behavior varies nonlinearly with
sulfate concentration. The samples were homogenized before
measuring, so the change in scattering coefficient of the emul-
sions containing sulfates is not due to macroscopic phase sep-
aration but due to changes in the emulsion composition itself at
the molecular/assembly level. In all cases where Tween was
present, the reduced scattering coefficient was similar to the val-
ues obtained in the Intralipid-only sample and remained stable
and well-matched even after 48 h. The effect of the sulfates and
Tween can also be observed clearly through the total transmit-
tance curves in Fig. 6(b). Theoretically, the addition of 0.0165M
of NiSO4 should increase absorption marginally and, therefore,
reduce total transmittance marginally. Nevertheless, measure-
ments show a considerable increase in total transmittance for
sample 3.c. The equivalent solution with presence of 0.025%
v/v of Tween (sample 3.d) successfully avoided this effect,
yielding a total transmittance curve identical to the one obtained
with the Intralipid-only sample (similar behavior was also seen
with samples 3.e and 3.g and their respective Tween-added
counterparts—data not shown to maintain visual clarity). All
of the previous show that criterion 5 can be respected when
Intralipid is the desired matrix material.
5 Grüneisen Parameter
The Grüneisen parameter, Γ, of the sulfate solutions was
found to depend on their concentration. To investigate this
dependence, solutions at five concentrations were prepared for
each compound: cNiSO4 ¼ f0.275; 0.55; 1.1; 1.65; 2.2gM and
cCuSO4 ¼ f0.125; 0.25; 0.5; 0.75; 1gM. Grüneisen parameter
estimates were obtained with the PAS setup described in
Sec. 3.3, with water used as a reference.24 Measurements of
peak-to-peak photoacoustic amplitude spectra were recorded
for water [S0;waterðλÞ] and each sample [S0;sampleðλÞ] at
wavelengths where the water absorption has a prominent
peak and is therefore dominant—1400 to 1500 nm. The ratio













It is therefore possible, using a linear least squares fit to
the measurements at different wavelengths, to retrieve Γsample∕
Γwater. μa;waterðλÞ and μa;sampleðλÞ were measured in the
spectrophotometer.
Table 2 Samples for reduced scattering measurements.
Samples
Intralipid
(% w/v) NiSO4 (M) CuSO4 (M)
Tween-20
(% v/v)
3.a 1 0 0 0
3.b 1 0 0 0.025
3.c 1 0.0165 0 0
3.d 1 0.0165 0 0.025
3.e 1 0.0495 0 0
3.f 1 0.0495 0 0.075
3.g 1 0 0.0037 0
3.h 1 0 0.0037 0.025















[3.b] IL + 0.025% Tween
[3.c] IL + 0.0165M NiSO4
[3.d] IL + 0.0165M NiSO4 + 0.025% Tween
[3.e] IL + 0.0495 M NiSO4
[3.f] IL + 0.0495M NiSO4  + 0.075% Tween
[3.g] IL + 0.0037M CuSO4
[3.h] IL + 0.0037M CuSO4 + 0.025% Tween




















[3.b] IL + 0.025% Tween
[3.c] IL + 0.0165M NiSO4
[3.d] IL + 0.0165M NiSO4 + 0.025% Tween
(a) (b)
Fig. 6 (a) Reduced scattering coefficient of Intralipid 1% w/v (IL) emulsions with and without addition of
Tween and/or sulfates. All emulsions have similar behavior, except those with added sulfates and no
Tween. (b) Raw total transmittance measurements for a selection of emulsions. The emulsion with
added NiSO4 but no Tween shows a clearly disparate behavior.
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By making measurements at different levels of dilution,
the Grüneisen parameter was found to increase linearly with
concentration (Fig. 7), where the slopes βNiSO4 and βCuSO4
were found through linear regression and are given in
Table 3. The linear behavior of Γ with salt concentration is
consistent with previous observations: Petrova et al.30,41 charac-
terized the relative change of Grüneisen parameter with temper-
ature for both sulfates and found that the temperature point of
null PA signal (null Grüneisen parameter) changed linearly with
salt concentration. Furthermore, Grüneisen behavior in chloride
salts had also been previously found to vary linearly with
concentration.13 It is possible that an increase in sound speed is
coupled to this behavior (although this has not been shown),
as they are linked thermodynamically. However, the expected
variation is within the range of variability in soft tissue.42,43
For an aqueous solution of CuSO4 and/or NiSO4, the
Grüneisen parameter could be approximated by the following
empirical formula:
EQ-TARGET;temp:intralink-;e003;63;246Γsolution ¼ Γwaterð1þ βNiSO4cNiSO4 þ βCuSO4cCuSO4Þ (3)
as has previously been assumed for chloride aqueous
compounds.13 This empirical joint behavior was also further
tested with measurements on a mixture.
The Grüneisen levels provided by these solutions are higher
than water, which brings increased SNR, a useful aspect for
many studies (criterion 1 is respected). Furthermore, the levels
can be considered tissue-realistic.23 As an example of similarity,
if we consider the hypothetical sulfate mixture shown in
Fig. 3(b) (bottom), which emulates absorption at 800 nm for
oxy- and deoxyhemoglobin in blood with 150 g∕L hematocrit
at 80% saturation, this mixture would be expected to have
a Γsolution of 0.206 based on the empirical formula, which
falls within the range reported for blood, 0.152 to 0.226.44
Interestingly, the linear dependence with concentration itself
may also be a physiologically relevant characteristic: it has
been shown that the Grüneisen parameter in red blood cell sus-
pensions also displays a linear type of behavior with hemoglo-
bin concentration,23 ΓRBCs ¼ 0.124þ 0.04995f150 g∕L at 22°C,
where f150 g∕L is the concentration of hemoglobin given as
a fraction of 150 g∕L, a typical physiological hematocrit.
If we rewrite the expression as a function of Γwater ¼ 0.124,
where 0.124 is a realistic literature value for water in the 22°C
to 23°C range,31 this yields ΓRBCs ¼ Γwaterð1þ 0.403f150 g∕LÞ,
which shows that the baseline and slope are within the same
magnitude as those found for the sulfates.
The approach used to estimate the Grüneisen parameter
assumed that it has no dependence on wavelength. Figure 8
shows, for the 740- to 1100-nm wavelength range (the NIR win-
dow), the ratio between the peak-to-peak photoacoustic ampli-
tude and the μa obtained by fitting an exponential decay to the
photoacoustic signal. This ratio is proportional to the Grüneisen
parameter, and it is clear from Fig. 8 that it does not have
a prominent dependence on wavelength.
6 Use of Sulfate Compounds in Phantom
Architectures
While the principal aim of this paper is to describe the properties
of sulfates as phantom chromophores for multiwavelength PAI,
this section gives a brief summary of some of the types of phan-
tom architecture into which they might be usefully incorporated.
All-liquid phantoms (formed by a liquid background medium
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Fig. 7 Grüneisen parameter dependence with concentration, measured relative to water. Linearity is
observed as shown by the linear fit (dashed line).
Table 3 Calculated factors accounting for concentration-depend-
ency of the Grüneisen parameter of copper and nickel sulfate.





CuSO4:5H2O 0.708 0.025 23.0 0.2
NiSO4:6H2O 0.325 0.015 22.6 0.2



















Fig. 8 Ratio between peak-to-peak voltage reading V pp and expo-
nentially fitted μa.
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and by insertions such as capillary tubes filled with further
liquid solutions of interest) can easily be devised and created.
Examples of such use of sulfate compounds, and associated
photoacoustic images, can be found.45,46 The advantages of
these phantoms are flexibility, ease of fabrication, ease of testing
different properties (by changing media or solutions), and quite
crucially, the fact that the physical, chemical, and mechanical
properties remain well-known since water can be used as the
solvent and Intralipid (+Tween) used as the main scatterer
agent. Such constructs can be especially useful in a laboratory
setting, where phantom studies are necessary for proof-of-
concept, validation, benchmarking, redesign, and mitigation of
uncertainty of multiwavelength and quantitative imaging tech-
niques or systems. For some applications though, the fact that
these phantoms are largely fluid can be a disadvantage. Creation
of 3-D printed frames has recently been suggested for better
control on capillary-based phantom geometries.47 An alternative
is to use fluid-filled solid phantoms, e.g., those with a solid
background where hollow structures such as channels are incor-
porated. A variety of matrix materials can be used, but materials
such as agar or gelatin will require that the hollow spaces to be
filled with aqueous solutions are encapsulated in tubes (walled
channels).16 Hydrophobic and more long-lasting materials such
as PVCP8 or PDMS48 can instead be used to circumvent the
need for tubes, forming wall-less channels that can be refilled
and used multiple times. An example of such PVCP constructs
and obtained images (though with chloride solutions) can be
found in Ref. 14. For cases where long-term stability and archi-
tectural versatility are key, such as in quality assurance and
standardization of commercial or medical-use multiwavelength
PA equipments, fully solid phantoms (solid matrix and inclu-
sions) may need to be considered. In this case, the role of
sulfates—or in fact any other additives—needs to be considered
with great care. As found for other newly devised additive +
matrix composites,10,13,21 it may be that the optical, thermoelas-
tic, and mechanical behavior of sulfate compounds in the matrix
may differ from those found when dissolved solely in water and
Intralipid. Further assessment of suitability and characterization
on a matrix-by-matrix case is required.
7 Summary
The data shown in this paper support the conclusion that the
chromophores CuSO4 and NiSO4 display optical and photo-
acoustic characteristics that make them especially well suited
for use in multiwavelength PAI phantom studies. Their optical
behavior is linear and predictable–absorption of each species
varies linearly with concentration without alterations of spectral
shape, and mixtures of the two species yield an absorption that
can be explained as a linear combination of their individual
absorption contributions. The compounds have interesting and
unique spectra, and the concentrations needed to yield absorp-
tion values within a physiological range are below the solubility
limit. The sulfates displayed long-term photostability (no indi-
cation of photobleaching), as well as resistance to transient
photobleaching (no saturable absorption phenomena or ground-
state depletion), and are therefore suitable for exposure to the
high peak power laser pulses typically used in PAI, even when
exposed to the high number of pulses required when using
some PAI systems. In addition, solutions with tissue-realistic
scattering can be prepared by mixing sulfates and Intralipid,
as long as an appropriate emulsifier (here Tween-20) is used
before mixing with the Intralipid. Finally, the Grüneisen
parameter of aqueous solutions of NiSO4 and CuSO4 was
found to be larger than that of water, to increase linearly
with concentration and to be comparable to that of blood.
Though the focus of this study was assessing the suitability of
aqueous solutions of sulfate salts as stable and versatile chromo-
phores for phantom studies, adopting encapsulation techniques
(e.g., incorporation in liposomes49) may further render them
attractive as in vivo contrast agents.
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